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Abstract— Raman-based Distributed Temperature Sensors
(RDTS) allow performing spatially resolved (1 m) reliable temper-
ature measurements over several km long Optical Fibers (OFs).
These systems are based on the temperature dependence of
the intensities of both the Stokes and anti-Stokes components
of the Raman back-scattered signal. One of the specific issues
associated with RDTS technology in radiation environments is
the differential Radiation Induced Attenuation (RIA) between
the two components that induces huge errors in the temperature
evaluation. Such problem is particularly evident for commercially
available single-ended DTS using one laser source. Double-
ended configuration could be used to correct for the differential
attenuation but are limited by RIA in terms of sensing range.
In the present work, we show how a Radiation-Hardened-by-
Design DTS (RHD-DTS) overcomes the observed radiation issues
keeping the single-ended interrogation scheme. In the tested
RHD-DTS two infrared excitation laser sources (∼1550 nm
and ∼1650 nm) are employed: the wavelength of the Stokes
component due to the first excitation source coincides with the
wavelength of the second excitation; vice versa, the wavelength
of the anti-Stokes component due to the second excitation source
coincides with the wavelength of the first excitation. The overall
result is that the two signal intensities are automatically corrected
for the differential RIA all along the OF sensor length and
the temperature measurements becomes robust against radiation
effects. This study demonstrates the potential of such a sensor
by reporting preliminary experimental results obtained with
a prototype developed by Viavi Solutions exploiting radiation-
sensitive or radiation-hardened optical fibers.
Index Terms— Differential attenuation, distributed tempera-
ture sensor, irradiation, optical fiber, radiation hardened by
design, raman, RHD-DTS.
I. INTRODUCTION
S ILICA-BASED Optical Fibers (OFs) are essential sens-ing devices for the remote monitoring of several radia-
tion environments, such as space, nuclear waste repositories,
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nuclear power plants, research facilities. Indeed, OFs combine
several remarkable properties: electromagnetic immunity, light
weight, small sizes, good radiation tolerance and the possibil-
ity to be employed as several kilometers long distributed sen-
sors. Raman-based Distributed Temperature Sensor (RDTS)
fall within the latter category [1], [2]. This type of optoelec-
tronic sensors combines the Optical Time Domain Reflectome-
try (OTDR) measurement technique to the detection of Stokes
and anti-Stokes components of the Raman back-scattered light.
The theory of Raman scattering relates the intensities of these
two components [3]. Once a calibration procedure is applied,
in order to correct for the detection sensitivities, excitation
laser power and initial differential attenuation, a silica-based
OF can efficiently be employed as a distributed temperature
sensor. However, when the sensing OF is exposed to radi-
ation new optical losses are induced [4]. This well-known
phenomenon is called Radiation Induced Attenuation (RIA)
and is generally wavelength-dependent. As a consequence, the
backscattered Stokes and anti-Stokes components generated
by the same probe laser are not equally affected in the
flight back to the detector, which causes the initial calibration
to fail and the temperature measurement to be wrong [5].
In order to mitigate such effect several approaches were
adopted: employment of radiation resistant OFs [5], applying
an H2-loading pre-treatment to the OF sensor [6], [7], using a
double-ended configuration system [8], [9]. Although the latter
system successfully manages to retrieve correct temperature
measurements, in order to maintain the performances of a
single-ended system, it requires the access to both ends of the
OF, a twice longer OF length and, therefore, a twice larger
optical budget.
In the present work we explore the potentialities of a single-
ended Raman-based DTS with two probe laser sources instead
of one [10]–[12], which, to the best of our knowledge, is the
first experimental evidence of the feasibility and efficiency
of a Radiation-Hardened-by-Design DTS (RHD-DTS) based
on such technology. In the RHD-DTS the wavelengths of the
two excitation lasers are carefully chosen in such a way that
their energy separation is close to the spectral shift of the
main Raman band of silica (about 450 cm−1). The Stokes
component excited by the shorter wavelength source has the
same wavelength of the other source. Conversely, the anti-
Stokes component generated by the higher wavelength source
is located in the spectral domain of the shorter wavelength
source. Therefore, the intensity traces of the Stokes and
anti-Stokes components are automatically corrected for any
Fig. 1. Synoptic scheme of the RHD-DTS system.
possible differential RIA all along the OF length, as long as
the RIA variation is negligible during the measurement time
operation (typically a few minutes). It is worth mentioning
that the same system also corrects for the losses due to
bending, hydrogen diffusion inside the OF and all the factors
that might alter the attenuation along the sensing OF. In the
present work, we report a first study regarding irradiation tests
during which the RHD-DTS was used in combination with a
phosphorous doped single-mode OF (radiation sensitive) as
well as a fluorine doped single-mode OF (radiation resistant).
P-doped OF are among the most radiation sensitive OFs in
the infrared domain [13]–[15], therefore the success of our
preliminary tests strongly supports the employment of the
RHD-DTS in radiation environments for temperature or dose
measurements.
II. EXPERIMENTAL DETAILS
A. Tested Optical Fiber
The tested singlemode OFs were produced by iXBlue
Photonics Division through the Modified Chemical Vapor
Deposition (MCVD) method [16]–[19]. The samples, which
are named iXSM-P and iXSM-F, are step-index single-mode
OFs with an external cladding diameter of 125 μm. The
iXSM-P has a pure silica cladding and a P-doped silica core,
whereas the iXSM-F has low level of F-doping in the core
and a higher one in the cladding.
B. The RHD-DTS System
The RHD-DTS system used for this study is a prototype
produced by VIAVI Solutions France SAS [20]. A synoptic
scheme of the system is shown in Fig. 1.
The RHD-DTS is equipped with two pulsed excitation
lasers, at ∼1550 nm and ∼1650 nm. The 1550 nm laser
is used for the detection of the Stokes traces, whereas the
1650 nm is used for the detection of the anti-Stokes ones.
The system employs single-mode OFs as sensing element.
The back-scattered Raman signals are generated by the laser
pulses injected in the sensing OF. As shown in Fig. 1, the
system uses adequate filters to isolate the Raman signal
of interest. Therefore, Stokes and anti-Stokes measurements
are performed in sequence. The RHD-DTS also authorizes
performing the usual OTDR traces at both laser excitation
wavelengths.
The ratio between the Stokes and anti-Stokes intensities is
related to the absolute temperature via the following formula:
IStokes
Iant iStokes
=
(
ν0 − νm
ν0 + νm
)4
e
hcνm
kT (1)
where ν0 and νm are the wavenumbers of both the excitation
probe laser and the specific Raman band (main band of
silica, for instance) respectively, his Planck’s constant, cis
the velocity of light, kis Boltzmann’s constant, and T is the
absolute temperature. In Raman-based DTS, eq. 1 is exploited
for the determination of the temperature. In order to calibrate
the instrument response, two references are provided to the
RHD-DTS by placing two sections of the tested OF at two
different controlled temperatures. In order to assure the stabil-
ity of these two references, these parts of the OF sensor were
coiled up and immerged in water inside isolating containers
with well controlled temperatures. The remaining part of
the OF can then be employed for the actual temperature
measurement. The temperature is calculated by the following
formula.
T (x) = A
 (x) + B (2)
where T (x) is the temperature at position x along the OF,
(x) is the difference between the Stokes and anti-Stokes
traces (measured in dB) at position x . A and B are simply
calibration constants determined on the basis of the two
external temperature references. Assuming that no errors affect
the A and B constants in relation (2), a relative error of
the order of 1% affecting the  variable would not cause
relative errors exceeding 1% in the estimation of the absolute
temperature. Moreover, for temperatures higher than room
temperature, such error would be less than 0.5%.
Concerning the constant A and B, if they are affected by
small errors, of 1% for example, they would produce certainly
systematic errors in the measurement of the absolute temper-
ature, which, however, would remain of the order of 1%.
Each temperature measurement lasted ∼1 min whereas the
OTDR measurements could be performed in about 10 s with a
good signal to noise ratio. The duration of the used laser pulses
was fixed to 30 ns allowing a spatial resolution of about 3 m.
C. Experimental Procedure
The irradiations were performed with the Moperix X-ray
machine of the Laboratoire Hubert Curien in St. Etienne
(France). The X-ray tube was operated at 100 kV with
generations of photons of ∼50 keV average energy.
As shown in Fig. 2 the RHD-DTS is connected to an
OF which first goes inside the two (cold and hot) controlled
external temperature systems. Afterwards, the fiber under test
goes inside the irradiation chamber, where it is kept at room
temperature (the temperature is monitored via thermocouples).
Each of the three coils in Fig. 2 has a length of about 65 m
and they are interconnected by splices. The temperature of the
Fig. 2. Schematic representation of the experimental setup that was used for
the irradiation test.
Fig. 3. Evolution of the OTDR traces at 1550 nm (left panel) and 1650 nm
(right panel) with the radiation dose.
cold reference was ∼20 ◦C, whereas the hot one was ∼55 ◦C.
Irradiations and RHD-TDS measurements were carried out in
sequence in the case of the radiation sensitive P-doped OF and
simultaneously in the case of the radiation resistant F-doped
OF (online measurements). For the P-doped sample at each
step, the deposited radiation dose was increased by a multiple
of 2 in order to obtain an exponential increase of the radiation
dose and span a large range of RIA losses (up to ∼125 dB/km).
The irradiation dose-rate was set to ∼220 mGy(SiO2)/s. For
the F-doped OF the RHD-TDS measurements were performed
online during the irradiation, with a maximum deposited dose
of about 240 kGy(SiO2) and a dose-rate of 760 mGy(SiO2)/s.
III. EXPERIMENTAL RESULTS
A. OTDR Measurement and RIA in the P-Doped OF
In Fig. 3 we report the OTDR traces recorded during the
experiment as the radiation dose is increased.
The first 15 m of the traces correspond to an internal OF
located inside the instrument. The two following plateaus
correspond to the two coils of OF that are kept at controlled
temperatures and that served as references. The last segment
is the irradiated part of the P-doped OF.
It is evident that the irradiation induces a strong variation of
the slope of the traces at both 1550 and 1650 nm, this slope
Fig. 4. Growth of the RIA at 1550 and 1650 nm with the irradiation dose.
The differential RIA (RIA1550-RIA1650) is also reported.
Fig. 5. Evolution with the radiation dose of the measured Stokes and anti-
Stokes components in the P-doped OF.
being directly representative of linear optical losses and the
RIA at these two wavelengths.
In Fig. 4 we report the corresponding values as a function
of the radiation dose as well as their differential attenuation.
As already mentioned, the P-doped OF employed in this
investigation is very sensitive to irradiation, and a total radia-
tion dose of only 35 Gy(SiO2) is high enough to induce losses
of the order of 100 dB/km in the spectral domain of interest.
For the purpose of this investigation, it is also important to
notice that the differential attenuation at 1550 and 1650 nm
increases as a function of the dose as well.
B. RHD-DTS Measurements of the P-Doped OF
The Stokes and anti-Stokes trace evolutions with the radia-
tion dose are reported in Fig. 5.
Similarly to Fig. 3, we can notice two plateaus correspond-
ing to the two coils used as temperature references. In this case
it is easy to recognize the Stokes and anti-Stokes components
thanks to the inverted step occurring at the boundary between
Fig. 6. RHD-DTS temperature traces for all the radiation doses.
Fig. 7. Evolution with the radiation dose of the measured Stokes and anti-
Stokes components in the iXSM-F sample. In the inset the average RIA is
plotted as a function of the dose.
the cold and hot reference. Moreover, as in Fig. 3, the effect
of irradiation on the third coil is very strong.
The temperature curves can be evaluated from the differ-
ence of the Stokes and anti-Stokes using eq. 2 (A and B
constants were automatically calculated by the software of the
RHD-DTS).
In Fig. 6 we finally report the RHD-DTS traces recorded for
all the irradiation doses. All the traces overlap very well and
we can consider that the RHD-DTS measurement is reliable
up to radiation induced optical losses of ∼120 dB/km and
differential attenuation of ∼5 dB/km.
C. RHD-DTS Measurements of the F-Doped OF
In contrast with the iXSM-P sample, in the case of the
iXSM-F fiber a script was prepared that allowed the continuous
acquisition of the RHD-DTS traces during the irradiation tests.
In such experiment only the Stokes and anti-Stokes compo-
nents were recorded, which are sufficient for the distributed
temperature measurements.
Fig. 8. Temperature traces in the iXSM-F sample as a function of the
radiation dose.
Fig. 7 shows the Stokes and anti-Stokes traces as a function
of the radiation dose. Once again, these traces are composed
by three sections: the first two are associated to the controlled
temperature references; the third one corresponds to the irra-
diated part of the sensing OF. As expected, we observe an
absolute increase of the slope of the traces in correspondence
of the irradiated section, which is clearly due to the radiation
induced attenuation. In the inset of the same figure we report
the evolution of the RIA as a function of the dose, evaluated
from the recorded traces. This represents the average RIA
value at the two probing wavelengths, since both of them are
employed in a single measurement either as excitation light
or back-scattered Raman signal. In the inset we also added
a point associated to the RIA at 240 kGy(SiO2), the highest
radiation dose we reached, which has been used in the post-
irradiation study (reported below).
In Fig. 8 we show the temperature traces as a function of
the radiation dose.
The temperature measured at the irradiated sample increased
with the dose, i.e. with time, during the irradiation. Such effect
is due to an actual increase of temperature of the irradiation
chamber. To prove it, in Fig. 9 we show the comparison
between the temperature recorded by a thermocouple placed
in proximity of the irradiated iXSM-F fiber and by the
RHD-DTS. Clearly, the two temperature sensors measured
the same temperature increased during the experiment. The
temperature statistical error affecting the RHD-DTS curve is
about ±0.2 ◦C, which may be sufficient for some applications.
Although the thermocouple curve is significantly less noisy,
we should take in consideration that the experiment was
performed with a prototype instrument which will be further
improved and optimized. The same effect was not observed
during the tests with the iXSM-P sample because the deposited
radiation dose was much lower with much shorter irradiation
periods. Therefore, no temperature variations were induced
inside the radiation chamber. Although the online experiment
lasted up to the dose of 60 kGy(SiO2), the actual irradiation
went on until a total radiation dose of 240 kGy(SiO2) was
reached. A post-mortem study was carried out on the sample
irradiated at the highest dose.
Fig. 9. Comparison between the temperature measurements inside the
radiation chamber recorded by the RHD-DTS system and by a thermocouple
placed in proximity of the iXSM-F fiber.
Fig. 10. Post-mortem RHD-DTS temperature trace recorded on the iXSM-F
irradiated at 240 kGy(SiO2).
In Fig. 10 we report the post-irradiation temperature trace
of the irradiated iXSM-F connected to the two temperature
references. In the inset of the same figure we highlight
the zone associated to the OF under test. As expected, the
temperature trace is constant along the irradiated fiber sample
in agreement with the ambient conditions at the moment of
the measurements.
The OTDR traces at 1550 and 1650 nm were also measured
and are reported in Fig. 11. Performing the OTDR measure-
ment at the two excitation wavelengths used by the RHD-DTS
system allows to appreciate the significant differential RIA.
In particular, after a total radiation dose of 240 kGy(SiO2) the
RIA values are 16.3 and 22.7 dB/km at 1550 nm and 1650 nm
respectively. Therefore, the total differential RIA in the
iXSM-F sample is 6.4 dB/km.
IV. DISCUSSION
P-doped silica-based OFs are among the most sensitive OFs
in the infrared domain because of a well-known radiation
Fig. 11. Post-mortem OTDR traces of the iXSM-F OF irradiated at
240 kGy(SiO2).
Fig. 12. RIA in the iXSM-P sample X-rays irradiated at a dose of
35 Gy(SiO2).
induced defect which absorbs light at about 1.6 μm [13], [21].
Such defect is called P1 and corresponds to an unpaired
electron localized on a threefold coordinated P atom [21]. An
example of the infrared RIA spectrum of the iXSM-P OF is
reported in Fig. 12. In this case we carried out an irradiation
up to 35 Gy(SiO2), in order to record a RIA spectrum as
described in ref. [22] that was induced during the testing of the
RHD-TDS. Fig. 12 shows clearly the absorption band due to
the P1 defect in the center of the spectral domain of interest.
We notice that the RIA value at 1550 nm is higher than at
1650 nm and the values are in agreement with the result
reported in Fig. 4. We should also mention that the position
of the maximum of the absorption band due to the P1 is blue-
shifted compared to the true absorption band of this defect
because of the guiding properties of the OF [13].
The choice of using a P-doped OF permitted to reach high
RIA levels at fairly low radiation doses and to perform the
whole experiment in a limited time. Indeed, at a radiation
dose of only 35 Gy(SiO2) we measured optical attenuations of
Fig. 13. Post-mortem optical attenuation measurement of the iXSM-F OF
irradiated at a dose of 240 kGy(SiO2).
about 120 dB/km. At the same time, we notice that a differ-
ential attenuation of 5 dB/km did not impact the measurement
of temperature performed by the RHD-DTS. Previous studies
showed that such a small differential attenuation is sufficient
to produce large errors in the temperature measurement that
increases with the probed distance if a classic single-ended
Raman-based DTS is employed (one excitation wavelength),
up to 30 ◦C on a 100 m long sensor [5].
Finally, concerning the P-doped sample it is interesting to
notice that the RIA in Fig. 4 is linearly related to the radiation
dose under the investigated conditions (∼220 mGy(SiO2)/s
and room temperature). As we suggested previously [14], [15],
such circumstance could be exploited to perform dose mea-
surements. However, in the case of the RHD-DTS system,
this would mean the possibility to perform simultaneous and
online distributed dose and temperature measurements once
an appropriate sensing OF is chosen (such as the P-doped
one here investigated). It is worth to mention that such aspect
is of major relevance for the dosimetry application, since it
was recently proven that the radiation response of silica-based
OF depends strongly on temperature of irradiation [23] and
that the RHD-DTS system would allow correcting for the
irradiation temperature at each point of the OF sensor.
In order to really appreciate the potentiality of the
RHD-TDS we should now consider that, by employing radi-
ation resistance OFs, RIA values of ∼120 dB/km would
only be reached after total radiation doses largely exceeding
1 MGy(SiO2).
In Fig. 13 we report the infrared optical attenuation spec-
trum of the iXSM-F sample recorded after a total dose of
240 kGy(SiO2). This is a post-irradiation spectrum which
was measured by means of the usual cut-back technique. The
inset of Fig. 13 highlights the spectral region of interest. The
optical attenuation values recorded at 1550 nm and 1650 nm
match very well the ones measured via the OTDR as shown
in Fig. 11.
In contrast with the P-doped sample, no clear absorp-
tion band can be detected in the F-doped OF, with the
exception of the well-known OH signal at 1.38 μm, which
however does not interfere with the RHD-DTS measure-
ments. Since the differential RIA is caused by the tail of
the infrared attenuation, in the iXSM-F sample the attenua-
tion value is higher at 1650 nm than 1550 nm, in contrast
with the previous example of the iXSM-P OF. As shown in
Fig. 9, the online measurements carried out by means of the
RHD-DTS are in excellent agreement with the ones reported
by a standard thermocouple. On one hand our preliminary
study shows that RHD-DTS overcome the difficulties asso-
ciated with classical RDTS systems, which are affected by
the differential attenuation, as well as the double-ended ones,
reduced sensor length. On the other end, since the instrument
we employed was a prototype we can imagine to further
optimize it in order to achieve higher accuracies than 0.2 ◦C.
As differential attenuation does not represent a limitation
for the RHD-DTS, we can easily imagine that the system
developed by Viavi Solutions will be well suited for a large
number of applications in nuclear environments. In addition
to its intrinsic radiation resistance, the radiation hardened
architecture is robust against radiation effects as well as to
bending losses that may occur during fiber deployment in large
facilities.
V. CONCLUSION
We have validated the feasibility of a Radiation-Hardened-
by-Design DTS by experimentally testing the proposed sensor
architecture under radiation. The RHD-DTS works in a single-
ended interrogation configuration and employs two suitably
chosen excitation probe lasers. In particular, we have shown
that the usual differential attenuation induced by radiation does
not represent an issue for the RHD-DTS since the measured
Stokes and anti-Stokes components are automatically corrected
for such effect. By employing a radiation resistant OF, we have
also highlighted the potentiality of this system to be employed
in temperature monitoring applications having to operate in
harsh environment at MGy(SiO2) dose levels. Furthermore, the
results reported in this paper on a radiation sensitive OF also
suggest that such sensor can be used to perform simultaneous
online distributed dose and temperature measurements on a
unique optical fiber.
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